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E0G-M. 


Chiefs Operations SlvislOD, Medical Staff 


..63.^^^ 


2 1 M 1963 




Chlef, Englr^ering Staff, OC 




Status of Radiological Snp r^ and Radiation Detection Instruments 

Quarterly Report 


1. During October, Rcrireufljer and December 1962, battery 
installetioo and calib ration vere ccmpin ted and tbe operating 
units were returned to^ H 


2. Four portable units vere fotmd to be incpemble because 
of defective battery c^ses. An autoscaler was found to be par- 
tially inoperable because of a defective audio relay. 


3. A replacement relay has been ordered from the manufac- 
turer and we are awaiting delivery. Bew battery cases will be 
constructed as soon as ttoe permits. 


h. A total of 23 man-hours has been expended during the 
last three months. A total of Uo man- hoars was expended during 

1962. 


R&D/Lah/jm/rkh (16 January 19^3 ) 
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23 January 1963 


InTent orv of Instructio n Mammla 


Sent to 





25X1 

25X1 


1. Radioactlye assay on radiation source furnished 
to calibrate radiation detectors. 

2. Instruction Manual on SU-3C Laboratory Monitor 

( Trane erlab) 

3. Instruction manual pertaining to useage of 
simulated refez^nce sources 

(Tracerlab) 

4> Operating and maintenance instiructions 

SC -1C Autoscaler 
(Tracerlab) 

5. Instruction manual Thyac Model 389 

The Victoreen Instrument Co 
5806 Hough AVE Clereland 3 Ohio 

6. Operating and Ibintenance Instmictlons 

SU-IE Portable Radiation Survey Meter 
Tracerlab, 130 High Street, Boston 10 Mass 

7. IM 11-5514 Dept of Army Technical Manual 
Radlac Training Sets 

AN/PDR -T1 

AN/PDR-TU and AN/PDR-TIB (May 1951) 

B. Handbook of Operating and Maintenance 
Instructions for SClOA Radioassay Sample 
Holder Tracerlab 
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Gyrating and Maintenance 
instructions for the P-12 Alpha 
scintillation Probe (Tracerlab) 


10 . 


Instruction Manual: Minometer, 
Pocket Chambers, Models 208, 
Victoreen * 


Model 287 and 
239 and 362 
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